A reflection technique for measurement of high acoustic intensities.
A number of commercially available hydrophones having a uniform frequency response suitable for measurement of pulse echo waveforms overload at high acoustic intensities. A reflection technique which reduces the magnitude of this incident energy is described and permits these hydrophones to measure high intensities without distortion.